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OPERATING INSTRUCTIONS 
 

MODEL 3122C & 3122C2 
 

HERMETICALLY SEALED  
 

CHARGE MODE ACCELEROMETERS 
 
 
 
 
 
 
 
 
      NOTE 
      Models 3122C and 3122C2 are essentially   
      similar instruments with the following exceptions: 
      The upper temperature limit for Model 3122C is   
      +375 degrees F while the upper temperature .   
      for Model 3122C2 is +500 degrees F. The   
      sensitivity of Model 3122C is 50 pC/g while   
      the 3122C2 is 15 pC/g.  Most other    
      specifications are similar. (Check specification   
      sheet for other differences). 
 
 
      This manual includes: 
      (1) Outline/installation drawing 127-3122C 
      (2) General Guide to Charge Mode Accelerometers 
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